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A B S T R A C T

Image digitizing has facilitated body shape evaluation gained entry in ergonomics industry, in fashion and in
health. Objective: to validate the 3D image digitizer (TC2-18) to determine body dimensions in a fast and reliable
manner. Methods: 285 adults of both sexes were studied to measure anthropometrics, plethysmography, and
digitized body shape. Results: Digitizer obtained measurements highly correlated with those obtained through
anthropometrics and plethysmography (R2≥ 0.75). However, the TC2-18 gave lower values in total body vo-
lume when compared with plethysmography (CI 95%, −3.9 to −3.5 L). In contrast, the TC2-18 yielded higher
values in mesosternal (CI 95%, 8.8–9.6 cm), neck (CI 95%, 2.6–3.0 cm), gluteus maximus (CI 95%, 3.1–3.7 cm),
relaxed arm (CI 95%, 2.9–3.3 cm), and minimal waist (CI 95%, 3.1–3.7 cm) circumferences; as well as similar
data for the upper thigh, calf and forearm circumference. Conclusion: TC2-18 3D digitizer yielded valid and
reliable measures when adult persons are evaluated. Found differences occur due to movement during digitizing
and by difference inherent to the used devices.

1. Introduction

There is a direct relationship between physical form (somatotype)
and body components (fat mass, lean mass, muscular mass and bone
mass) with health status and the physical-athletic performance, several
methods to measure them have been proposed. Then in the physical
form there are anthropometric measures (Norton and Olds, 1996);
while for body components there are methods for image processing,
such as computed tomography scan (Borkan et al., 1982), nuclear
magnetic resonance (Fuller et al., 1999), and dual-energy x-ray ab-
sorptiometry (DEXA) (Bredella et al., 2013). Other methods include
densitometry through plethysmography (Abler, 1995), helium dilution
(Siri, 1961), underwater weighing (Goldman and Buskirk, 1961),
bioimpedance (BE) (Elia et al., 2000), and infrared interactance
(Conway et al., 1984).

Those techniques, underwater weighing, helium dilution and ple-
thysmography are based on body weight and volume measures, to
calculate body density and fat percentage (Siri, 1961). The first method
is the oldest, but less comfortable, the next two are easy to use; how-
ever, plethysmography is the most practical and commercially available

(Collins et al., 1999).
In order to measure body shape, image and volume, beside those

methods, there are digital photogrammetry techniques currently under
development, i.e., body shape measurement through exposing an in-
dividual to different intensity, frequency and wavelength light which
are captured by photographic cameras of different sensitivity, gen-
erating images of body surface in two or three dimensions (3D); the first
complete reports of digital photogrammetry to measure body dimen-
sions started back in 1957 (Hertzberg et al., 1957). The equipment is
calibrated with known dimensions instruments, to provide valid and
reliable measurements; that kind of equipment started in the cosmetic,
dressing and protection industries (Robinette et al., 1999); however,
they are lately used in both health and sports areas (Jaeschke et al.,
2015; Wang et al., 2006), without having enough studies that validate
using them. The main aspect of digital photogrammetry is its no inva-
siveness, fast and easy to use and reproducibility (Zancanaro et al.,
2015), generating in 2–15 s a number of anthropometrics measures
(lengths, diameters, circumferences). Several digital photogrammetry
models are currently available, showing moderate to high correlations
with standard anthropometrics measurements despite that averages are
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statistically different between methods (Koepke et al., 2017; Wang
et al., 2006). Moreover, these devices calculate body volume through a
set of algorithms (Wang et al., 2006; Wells et al., 2000). These facts
prompted us to validate a digital photogrammetry 3D scanner to
measure body circumference and total volume.

2. Material and methods

2.1. Subjects

This a no probabilistic study after an open call during 2015; 285
students from Universidad Autónoma de Ciudad Juárez, Chihuahua,
México, of 18–35 years (145 male: 22.0 ± 0.3 years-old, 72 ± 1 kg
body weight, and 1.72 ± 0.01m height; 140 female: 21.4 ± 0.3
years-old, 65 ± 1 kg body weight, and 1.60 ± 0.01m height) were
selected. The inclusion criteria were: to be physically healthy, without
heavy exercise 24 h before, no alcohol drinking, neither diuretics nor
other drug consumption that affected hydration status. Before any study
students signed an informed consent, according to the Helsinki guide-
lines; after the signature, in a 60min session anthropometrics, body
volume through plethysmography and body shape digitizing measures
were conducted in a temperature controlled (22–24 °C) laboratory, and
participants wore a tight swimsuit and cap.

2.2. Anthropometric measurements

In order to know anthropometric dimensions of participants, we
used the described method following recommendations of the
International Society for the Advancement of Kinanthropometry
(Norton and Olds, 1996). For such actions, a flexible centurion an-
thropometer (Rosscraft, Vancouver, Canada), a platform digital scale
(SECA 656, Hamburg, Germany), and a portable stadimeter (SECA 206)
were used, and measurements were conducted by an ISAK certified
anthropometrist. Reliable and precise measurements of body girths
were: percentage of technical error 1.7, and interclass correlation
coefficient 0.99. In this work we used only body circumferences, i.e.,
obesity related measurements that the 3D image digitizer (TC2-18) also
determines.

2.3. Body volume

For this procedure we used plethysmography through air displace-
ment (McCrory et al., 1995), following manufacturer's recommenda-
tions (Bod Pod, Cosmed, Rome Italy), both for equipment calibration
and for body weight and volume. The purpose of plethysmography is to
calculate body fat percentage using equations (Siri, 1956), calculating
density through measuring body weight and volume (Macias et al.,
2007) in such a way that the equipment measures lung volume, which
is subtracted from the total volume to have a better approach to actual
body density. In our study, we added lung volume to obtain a better
body volume.

2.4. Digitazing body image

This procedure used the 3D image digitizer (TC2-18) (Body
Measurement, Karnataka India), following that described (Simenko and
Cuk, 2016); the scanner gives a digital image (1.5–2.0 million pixels) in
a 3D body shape, as well as a series of body dimensions. The TC2-18 is a
dark rectangular box with 16 infrared sensitive cameras distributed in 4
towers, each one in a corner; before digitizing the equipment is cali-
brated by triangulation with two instruments of known dimensions, as
follows: calibration with two 115mm diameter spheres rows and one
150 cm height and 254mm diameter cylinder; both instruments were
placed in two different occasions in the center of the box (Fig. 1). The
test re-test validation has been published (Lee et al., 2001).

2.5. Statistical analysis and equation generation

Equation design: taking plethysmography to measure total body
volume, an equation was designed to calculate body volume starting
with the 3D digitized body volume, i.e., total sample was randomly
divided in two parts: 80% and 20%. With the 80% the equation was
created and with the 20% it was checked. To validate the regression
equation, variables' linear relationships were plotted, as well as the
predicted vs. residual values in such a way that the relationships be-
tween variables must be linear, and the predicted vs. residual values
must show a random distribution. The errors (measurement and esti-
mate) were calculated by the standard deviation of differences, either
among measured values or those predicted by regression; differences
between digitizing and anthropometry are shown with graphs (Bland
and Altman, 1986).

To analyze differences between measuring methods a Student's t-test
of independent measures was determined and plots constructed. The
importance in finding differences (magnitude of effects) was analyzed
by Cohen's d, i.e., values around 0.20 were considered low, around 0.50
were moderate and ≥0.80 were high (Ledesma et al., 2008). Con-
fidence intervals at 95% of the means (95% CI) are shown, and the
strength of associations (R2) was obtained by linear regression. We used
SPSS version 21.0.

3. Results

Eleven subjects were eliminated from data base due to mistakes in
data capture in digitizing body shape. The TC2-18 yielded lower values
in total body volume, 95% CI [-3.9 to −3.5 L] vs. plethysmography.
Regarding anthropometry, TC2-18 gave higher values in mesosternal,
95% CI [8.8–9.6 cm], neck, 95% CI [2.6–3.0 cm], gluteus maximus, 95%
CI [3.1–3.7 cm], relaxed arm, 95% CI [2.9–3.3 cm], and minimal waist,
95% CI [3.1–3.7 cm] circumferences; likewise, similar values in the
upper thigh, calf and forearm circumferences were obtained (Table 1,
Fig. 2). The strength of associations between control measurements
(plethysmography and anthropometry) vs. the 3D digitizer were high
(R2≥ 0.75); the highest was body volume (R2 > 0.99), followed by
minimal waist, gluteus maximus and calf (R2= 0.93) (Table 1). The
higher the body volume the higher the difference in calculating total
body volume by 3D digitizing (Fig. 3, right).

Regression equation in 80% of the sample:
Densitometry volume=1.057 x 3D digitizing volumes.

• Standard error of estimate= 0.002.

• Strength of association (R2)= 0.99.

• An equation was calculated without the constant value (intercept),
since when included the value was not significant (p > 0.05).

Considering plethysmography as the criteria for body volume
measurement, digitizing showed a 6% error (∼−4.0 L), and regression
equation corrects the calculation to a lower one of 1% error (Table 2).
Regression showed validity, i.e., linear relationships among variables,
data randomly distributed and error lower than 1% (Fig. 3).

4. Discussion

The need for reliable, precise and fast evaluations has guided the
invention of complex and expensive instruments, some are not invasive
and others show different degrees of invasion. To determine body shape
and its components (fat mass, muscle mass, bone mass, among others),
image processing has been developed. In this study, we validated a 3D
image digitizer, a practical, fast and not invasive method to determine
body dimensions. We found that through TC2-18 scanner measurements
are statistically different when compared to standard methods, such as
plethysmography to determine body volumes and with anthropometry
to determine circumferences. Regarding body volumes TC2-18 values
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showed high correlation with BodPod (R2= 0.99), which is considered
the reference method to determine total body volume (Dempster and
Aitkens, 1995; Fields et al., 2000); when body volumes with BodPod are
compared with those obtained by underwater weighing also there are
high correlations (R2=0.98) (Pepper et al., 2010). However, the 3D
digitizer systematically yielded lower body volume values, where the
higher the body volume the lower the predicted value (Fig. 3, right;
R2= 0.15). On the contrary, digitizing regional body volumes (chest,
waist, hip, knee) showed higher values vs. underwater weighing, but
not in total body volume not when evaluating mannequins (Wang et al.,
2006). Ryder (2010) reported lower total body volumes comparing
digitizing vs. plethysmography, using a similar scanner than ours; then
differences in both studies are related to the lack of values for head, feet
and hands that the digitizer does not measure, which will yield lower
values. Accordingly, it is necessary to correct the data obtained with the
digitizer; then it is of paramount importance that our equation be used
to calculate fat percentage, among other uses. The equation showed

high validity since it was adjusted almost to 100% in the testing sample
(error < 1%); in addition, the relationship among variables was linear
and data distributed randomly (Fig. 2, center).

When circumferences were evaluated, the TC2-18 scanner showed
high correlation vs. anthropometry (R2≥ 0.75), similar to that reported
between a 3D digitizer and anthropometrics (R2= 0.99) (Wang et al.,
2006); however, similar to ours, they reported higher values vs. an-
thropometry (5–19 cm). In our work, measuring upper thigh, calf and
forearm were similar with both methods (effect size < 0.80), due to
the fact that these parts of the body showed the lowest movement when
digitizing, with feet firmly based on the ground and hands holding a
stand of the scanner; in contrast, chest circumference due to breathing
associated movements has shown greater differences (Wang et al.,
2006). Then, we can argue that found differences occurred by subjects
moving when digitizing, in fact, we eliminated 11 individuals from data
base due to image superposition and errors in software recognition;
another explanation of variability is the tension of the anthropometer

Fig. 1. Figure of calibration (left) and output from 3D digitizer (right).
Validity of test re-test for this equipment has been published (Lee et al., 2001).

Table 1
Total body volume and anthropometrics measures of participants.

Vpt/Anthropometry 3D Digitizer Differences Effect size R2

Mean ± SD Mean ± SD

Volume, L 69.3 ± 13.2 65.6 ± 12.5* −3.71 ± 1.80 4.01 1.00
Chest mesosternal, cm 92.6 ± 8.3 101.7 ± 9.1* 9.12 ± 3.30 2.02 0.87
Neck, cm 34.2 ± 3.5 37.0 ± 3.2* 2.78 ± 1.62 1.27 0.79
Gluteus maximus, cm 97.3 ± 7.9 100.8 ± 8.1* 3.48 ± 2.16 1.17 0.93
Relaxed arm, cm 29.2 ± 4.0 32.3 ± 4.0* 3.12 ± 1.92 1.16 0.78
Minimal waist, cm 78.7 ± 9.4 82.1 ± 9.5* 3.41 ± 2.62 0.96 0.93
Upper thigh, cm 57.1 ± 5.7 58.8 ± 5.9* 1.76 ± 3.02 0.41 0.75
Calf, cm 36.1 ± 3.4 36.6 ± 3.1* 0.47 ± 0.90 0.40 0.93
Forearm, cm 25.2 ± 2.7 25.6 ± 2.7* 0.38 ± 1.35 0.21 0.75

Vpt = Total body volume measured by plethysmography. *p < 0.01.
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tape on the skin surface, since when measuring mannequins no differ-
ences are observed (Wang et al., 2006). In support of this content,
others have observed variability with similar errors and explained them
in the same way (Wang et al., 2006; Wells et al., 2015).

Reliability of digitizers is very high when known dimensions of in-
dividuals as well as with diverse geometrical shapes (error < 2%) are
measured (Bretschneider et al., 2009; Lerch et al., 2008). Traditional
methods to determine body dimensions and volumes require time, so-
phisticated equipment, trained personnel and they might expose in-
dividuals to inconvenience and even to health risks; however, as ob-
served here, digitizers have advantages like they are very fast (usually
10 s), almost no inconvenience, and with high validity, reliability and
reproducibility (Lee et al., 2001; Wells et al., 2015). Then, by control-
ling or reducing movements when measuring, this method has a great
potential in health area; however, digitizing is not exchangeable nor
substitutes other methods to determine body dimensions, for instance,
anthropometry yields additional data, such as skin foldings, which are
related to the subcutaneous fat distribution or plethysmography that
yields lung volume important to determine body density. For digitizing
to prove its utility out of ergonomics and fashion industry, it should be
evaluated in conjunction with other health parameters, physical con-
ditioning and during growth and development.

It is known that anthropometrics equations have been used to

calculate body volume by plethysmography; in addition, anthropo-
metrics measurements have been used to calculate body density
(BD = weight/volume), and through stoichiometry knowing the body
volume. However, in this work we obtained the following equation:
body volume = −2.167 + 0.94 × (subject's body weight, kg) + 0.02
× sum of skinfolds thickness (in mm: tricipital, subescapularis, bici-
pital, iliac crest, supraspinous, abdominal, front thigh, lower leg and
midaxillary); R2= 0.98, with a standard error of the estimate of 0.92
(data not shown).

In conclusion, plethysmography and anthropometric measurements
made validate the digitizer TC2-18. Comparing with plethysmography
and anthropometrics as standard techniques, 3D TC2-18 digitizer yields
valid and reliable measurements when adult individuals are evaluated;
however, it is important to minimize body movement when measuring
and to keep a posture that allows the scanner to discriminate body
parts.

4.1. Limitations

In this work only adult healthy subjects were evaluated, it is im-
portant to evaluate children, adolescents, elderly and those with ill-
nesses; in addition, just body circumferences and volumes were eval-
uated; however, it is still needed to evaluate diameters, lengths and

Fig. 2. Bland and Altman plots: Residual distribution between 3D digitizer vs. anthropometrics.

Fig. 3. Validation of regression equation plots: linear relationship (left), random dispersion of data (central), residual distribution (right). BD = Bod Pod,
Dig= digitizer.
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regional volumes. We are analyzing if differences among sexes do
occur. Even that the study simple is discrete, other works reported si-
milar n to validate body silhouette by 3-D whole body scanner (i.e., 189
individuals; Lu and Wang, 2008).
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